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Abstract
Background: Determinations of inflammatory markers in exhaled breath condensate were used
to assess airway inflammation. The most applied method for this kind of determination is enzyme
immunoassay. For research purposes to find new or to relate concrete biomarkers to different
pulmonary diseases, a simultaneous determination of different inflammatory markers would be
advantageous.

Methods: We developed an analytical method with on-line clean up and enrichment steps to
determine 12 different inflammatory markers in exhaled breath condensate. A specific detection
method ensures the unequivocally determination of each analyte at the same run. The method was
optimized and validated to achieve a low limit of quantification up to 10 pg/mL each analyte. The
precision of the method ranged between 4 and 16%.

Conclusion: The presented method should serve as an easy and fast tool to assess the utility of
inflammatory markers in exhaled breath condensate to different pulmonary diseases and for several
related disciplines in medicine.

Background
Different markers in exhaled breath condensate (EBC)
have been measured and used for the assessment and
monitoring of airway inflammation [1]. Airway inflam-
mation is a consequence of many lung diseases such as
asthma, cystic fibrosis or chronic obstructive pulmonary
diseases (COPD) [2-4]. In occupational medicine, many
problems arise from allergic reactions related with pulmo-

nary diseases, which should be assessed for further medi-
cal proceedings. Analysis of EBC is a non invasive method
for the measurement of low-volatile inflammatory medi-
ators that are known to be exhaled with the expired water
vapour from individuals [5]. In contrast to invasive tech-
niques such as bronchoalveolar lavage and bronchial
biopsies, the EBC sample collection can be used repeated
times and does not induce an inflammatory response by
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itself. Easy non-invasive sample collection is an important
task in occupational medicine where workers examina-
tion issues are often a voluntary matter.

Eicosanoids are mediators derived from arachidonic acid
and include prostaglandins (PG), isoprostanes and leuko-
trienes (LT). These eicosanoids were used to try to assess
the lung inflammation in patients with pulmonary dis-
ease. Some prostaglandins and thromboxane could have
proinflammatory or anti-inflammatory properties [6].
Leukotrienes are potent constrictors and proinflammatory
mediators. Leukotrienes LTC4, LTD4 and LTE4 are known
as cysteinyl-leukotrienes [7].

Isoprostanes are formed by free radical-catalyzed lipid
peroxidation of arachidonic acid and act as a bioactive
product of lipid peroxidation [8]. Their formation is
increased by systemic oxidative stress [9]. Studies were
conducted to determine 8-isoprostane in EBC of patients
with different pulmonary diseases [10-13].

GC/MS [7], LC/MS [14], RIA [15] and ELISA analytical
techniques were used for the quantification of this kind of
substances in EBC. Determinations of inflammatory
markers in EBC with ELISA could only be done for one
substance or at best as a sum of parameters.

It was the aim of this study to optimise and validate an
analytical procedure to determine simultaneously differ-
ent inflammatory markers in EBC with a specific detection
such as mass spectrometry (MS) in contrast to the mostly
applied ELISA analytical methods applied yet. For a sensi-
tive detection, including structural information, tandem
mass spectrometry was used to determine unequivocally
prostaglandins and leukotrienes. This developed method
could serve to monitor inflammatory markers in EBC of
workers for further necessary research in occupational
medicine.

Methods
With recent progress in liquid chromatography separa-
tions and mass spectrometry detection systems, improve-
ment in sensitivity and simultaneous detection of
multiple analytes is possible. However, the determination
of these kinds of markers in breath condensate makes a
sample enrichment step unavoidable when attempting to
achieve a low limit of detection to cover the expected
range at the lower pg/mL.

By combining the online enrichment and the LC/MS/MS
techniques we have developed an analytical method for
the sensitive detection of 12 different inflammatory medi-
ators and oxidative stress markers, trying to make a contri-
bution to the determination of inflammatory marker in

EBC to improve and simplify research concerning pulmo-
nary diseases for different disciplines in medicine.

Chemicals
Prostaglandin D2 (PGD2), 13,14-dihydro-15-keto-PGD2,
11β-PGF2α, PGJ2, ∆12-PGJ2, PGF2α, 13,14-dihydro-15-
keto-PGF2α, PGE2, 15-keto-PGE2, 13,14-dihydro-15-keto-
PGE2, 8-iso-PGF2α, 15-deoxy-∆12,14-PGJ2, 6-keto-PGF1α,
6,15-diketo-13,14-dihydro-PGF1α, the Leukotrienes LTB4
and LTE4as analytical standards and the labelled [2H4]
LTB4 and [2H4] PGE2 as internal standards were purchased
from Cayman Chemicals Company (Michigan, USA). All
analytical standards had chemical purity >98%.

Acetonitrile was purchased from J.T. Baker (Germany),
methanol (GC-grade), acetic acid (glacial, pro analysi)
and ammonium acetate p.a. was purchased from Merck
(Darmstadt, Germany). Bi-distilled water was used for
HPLC mobile phase mixture.

Standard preparation and internal standardization
A stock solution was prepared containing 10 µg/mL of
each described analytes in ammonium acetate 10 mM/
methanol 1:1 (v/v). This stock solution was aliquoted and
stored at -80°C in 1,5 ml eppendorf reaction tubes until
further use. 100 µL of the stock solution was placed in a
100 mL glass volumetric flask and diluted to the mark
with ammonium acetate 10 mM obtaining a 10 ng/mL
solution. This solution was used as working solution for
the preparation of the other standard concentrations for
calibration and quality control material.

For the preparation of internal standards solutions com-
mercially available [2H4] LTB4 and [2H4] PGE2 were used
(Figure 3). A stock solution of 100 ng/mL in ammonium
acetate 10 mM was prepared. A 1 mL aliquot of the stock
solution of the internal standard was placed in a 5 mL
glass volumetric flask and diluted to the mark with
ammonium acetate 10 mM obtaining a 20 ng/mL solu-
tion for each labelled standard. [2H4] LTB4 was used for
the correction of leucotriene response values, whereas
[2H4] PGE2 was used for prostaglandins and 8-isopros-
tane. For quantification, the peak area ratio of prostaglan-
dins derivatives analytes to [2H4] PGE2 and the peak area
ratio of leukotrienes derivatives to [2H4] LTB4 were used.

EBC sample collection
The commercial available ECOSCREEN condenser from
Viasys-Healthcare (Hoechberg, Germany) was used for
the EBC sample collection. The subjects were encouraged
to perform tidal breath for 15 minutes through the
mouthpiece connected to the condenser while wearing a
nose clip. The resulted EBC volumes ranged from 1 to 3
mL. Samples were aliquoted in 1.5 mL Eppendorf micro-
tubes and stored at -80°C until analysis. Detailed descrip-
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tion about collection of exhaled breath condensate is
described elsewhere [16].

Sample preparation
Frozen EBC samples/standard solution were thawed and
allowed to equilibrate to room temperature. 1 mL aliq-
uots of each sample were transferred to 1.8 mL glass
screw-cap vial for HPLC analysis and 100 µL of the work-
ing solution of the internal standard were added to each
sample. Then the samples were vortex mixed and a 900 µL
aliquot was injected into the LC/MS/MS system for quan-
titative analysis.

Calibration procedure and quality control
From the working solution of analytical standards
described before, six calibration standards in the range
from 10 to 500 pg/mL were prepared by diluting the solu-
tion with ammonium acetate 10 mM. Linear calibration
curves were obtained by plotting the quotients of the peak
areas of each analyte with the assigned internal standard
[2H4] LTB4 or [2H4] PGE2 as a function of the concentra-
tions used. These calibration curves were used to ascertain
the spiked analytes in the EBC samples.

There was no control material commercially available.
Therefore quality control material was prepared in the
laboratory spiking an ammonium acetate buffer with the
corresponded amounts of analytes. Two concentration
levels covering the upper and the lower concentration
range were prepared for quality control. For the low-con-
centration quality control material (Q1) we spiked
ammonium acetate 10 mM with 50 pg each analyte per
mL, whereas for the high-concentration quality control
material (Q2) we spiked ammonium acetate 10 mM with
500 pg/mL. The spiked quality control materials were
aliquoted and stored at -80°C until analysis. For quality
assurance Q1 and Q2 control samples were included in
each analytical series for method validation. Stability of
the measured compounds was tested by analysing aliq-
uoted and at -80°C freeze Q1 and Q2 solutions.

Liquid chromatography
Liquid chromatography separation was performed on a
Hewlett-Packard HP 1100 series HPLC system equipped
with a binary gradient pump, an isocratic pump, degasser
and Autosampler. The isocratic pump was used to load the
900 µL aliquot sample on a restricted access material
(RAM) phase, a LiChrospher RP-18 ADS (25 µm, 25 × 4
mm) from Merck (Darmstadt, Germany) using an ammo-
nium acetate buffer 2 mM (pH 4,6) and methanol (9:1, v/
v) as the mobile phase and a flow rate of 0.8 mL/min. The
loading of the sample on this RAM phase serves as an
enrichment step and to exclude macromolecules such as
proteins that were present in the EBC. Next, analytes were
transferred in backflush mode through a time controlled
six-port valve (Rheodyne) with the LC gradient pump to
an analytical HPLC column (Prisma-RP 150 × 2.1 mm,
from Thermo). The gradient LC elution condition and the
valve switching steps are described in Table 1. All steps
were controlled by Analyst 1.3 Software from Perkin
Elmer except the isocratic pump. A scheme of the two
dimensional column systems is represented in Figure 1.

Optimization of online clean-up and enrichment step
A LC-LC column switching method was optimized for the
automation of sample clean-up and enrichment for the
analysis of inflammatory markers in EBC.

For the automated sample enrichment step a
LiChrospher® ADS C18 was used. This is a so-called
restricted access material (RAM) phase, where extraction
of analytes is based on two chromatographic processes:
on one hand reversed phase interactions for the retention
of unpolar and middle polar compounds, and on the
other hand size exclusion chromatography to avoid mac-
romolecules such as proteins [17]. These macromolecules
are eluted with the void volume into the waste. Molecules
with a molecular weight up to 15 kDa are able to penetrate
the pores and be retained by reversed phase interactions.
Also ADS C8 and ADS C4 RAM phases were tested but
quantitative retention of all analytes was achieved only by
the ADS C18.

Table 1: Program of time controlled steps for the LC gradient pump and the six-port switching valve.

Time (min) Flow (mL/min) Solvent A (%) Solvent B (%) Valve Position

0 0.25 70 30 A
5 0.25 70 30 B
11 0.25 40 60
12 0.25 0 100
17 0.25 0 100
19 0.25 70 30 A
21 0.25 70 30

Solvent A: Ammonium Acetate buffer 2 mM (pH 4.6)/Acetonitrile (99.5/0.5 v/v)
Solvent B: Ammonium Acetate buffer 2 mM/Acetonitrile/glacial acetic acid (2/97/1; v/v)
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The isocratic solvent was optimized to a 2 mM aqueous
ammonium acetate solution and methanol (90/10, v/v)
to charge the sample onto the RAM ADS 18 phase without
analyte losses and with the most clean-up effect from
matrix compounds.

After charging and flushing the sample with the isocratic
solvent to eliminate macromolecules and polar com-
pounds into the waste, the transfer step to the analytical
column can be initiated. Turning the six-port switching
valve into position B the analytes can be eluted in back-
flush mode from the RAM phase with the gradient solvent
and transferred to the analytical column for the separation
of the analytes (see Figure 1). The starting conditions for
the gradient solvent was a composition of 70% solvent A
and 30% solvent B (70:30, v/v) being solvent A and sol-
vent B described in Methods.

Mass spectrometry
A Sciex API 3000 tandem MS system was used for MS-MS
detection with an electrospray ion source in the negative
ion mode (ESI-). Compound specific mass spectrometer

parameters were optimized automatically with the corre-
sponding Sciex Analyst 1.3.1 Software tools by continu-
ous injection of each compound with a syringe pump
coupled to the LC/MS/MS system. Source specific param-
eters that depend on chromatographic conditions were
optimized manually. The established ion source parame-
ters were the same for all of the analytes. The applied elec-
trospray needle voltage was – 3500 V and Nitrogen was
used as nebulizer and turbo heater gas (500°C) at a pres-
sure of 8 psi each as well as for the collision gas setting at
10 instrument units. The curtain gas was set to 8 psi. MRM
(multiple reaction monitoring) mode was chosen to per-
form the MS-MS detection. MRM mode allows a simulta-
neous registration of all MS-MS transitions at a scan time
of 150 ms for each fragmentation. At the used ESI negative
mode, the selected precursor ions at the first quadrupole
for all analytes were [M-H]-. The product ion fragments
selected were with the maximum intensities for all the
analytes ensuring maximum of sensitivity. The substance
specific mass spectrometer conditions for each compound
are listed in Table 2 and were performed with continuous
flow injections of standard solutions of all analytes with a

Six-port switching valve arrangement for the clean-up and enrichment step (Valve position A, left side) and the chromato-graphic separation step (Valve position B, right side)Figure 1
Six-port switching valve arrangement for the clean-up and enrichment step (Valve position A, left side) and the chromato-
graphic separation step (Valve position B, right side). P1 correspond to the isocratic and P2 to the gradient pump.
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coupled syringe pump system to the Sciex API 3000 LC/
MS/MS system. So it was possible to find the most specific
and intense parent-daughter ion transitions for each com-
pound for the tandem MS detection (see Table 2).

Results and discussion
Optimization of enrichment and chromatography
Increasing the fraction of solvent B as shown in Table 1
the analytes can be eluted from the RAM Phase and sepa-
rated at the analytical column before detection. After all
analytes were eluted from the analytical column, both
RAM and analytical column were washing with 100% sol-
vent B before reconditioning for the next run. Optimiza-
tion of the chromatographic separation of the analytes
was necessary to distinguish some of the structural iso-
mers of prostaglandins, which resulted in the same par-
ent-daughter ion transitions. The whole analytical run
time, including the recondition step of the column for the
next injection, was 21 min. Figure 2 represents an example
of a chromatogram of spiked EBC with each analyte.

Mass spectrometry and internal standardization
An enhanced detector response for the analytes was
achieved by using a 2 mM ammoniumacetate solvent as
mobile phase in contrast to water or higher concentrated
ammoniumacetate buffer. This is probably due to an opti-
mized ionisation condition at the ion source for these
substances. Only the PGF2α derivatives have a 10–25 %
improved response using bi-distilled water as mobile
phase. Trying to cover most of the analytes with the high-
est possible response 2 mM ammoniumacetate buffer was
selected as mobile phase.

Using the area counts of [2H4] LTB4 and [2H4] PGE2 as cor-
rectional factor of all other leukotrienes and prostagland-
ins, respectively, shows better correlation coefficient of
the calibration curve at the linear regression than that
renouncing the application of these internal standards to

the homologous analytes (Figure 4). Even as these used
internal standards have just similar chromatographic
behaviour as to the applied different analytes, so it was
possible to show a higher correlation applying each inter-

chromatogram of a spiked EBC sample as an exampleFigure 2
chromatogram of a spiked EBC sample as an example.

Table 2: Compound specific mass spectrometer conditions.

Analyte Ret. time (min) Precursor ion Product ion DP FP CE CXP

8-iso-PGF 2alfa 12.3 353.2 309.2 -66 -310 -26 -17
11-β-PGF 2alfa 12.4 353.2 309.2 -66 -310 -26 -17
PGF 2alfa 12.7 353.2 309.2 -66 -310 -26 -17
PGE 2 13.0 351.2 315.2 -36 -170 -16 -15
PGD 2 13.4 351.2 315.2 -36 -170 -16 -15
13,14-dihydro-15-keto-PGE 2 13.9 351.2 333.3 -26 -150 -16 -15
13,14-dihydro-15-keto-PGD 2 14.4 351.2 333.3 -26 -150 -16 -15
LTE 4 14.5 438.2 333.2 -14 -70 -24 -17
Delta 12-PGJ 2 14.7 333.2 315.1 -36 -200 -12 -17
PGJ 2 14.8 333.2 315.1 -36 -200 -12 -17
LTB 4 15.3 335.2 195.2 -31 -150 -16 -15
15-desoxy-delta12,14-PGJ 2 16.2 315.1 271.1 -45 -210 -16 -15

Declustering and Focusing Potential as well as Collision Potential are expressed in Volts (V)
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nal standard to the corresponded group of substances
than without internal standard.

Reliability of the method
Comparing calibrations achieved with analytes spiked in
2 mM ammoniumacetate buffer and pooled EBC it was
possible to demonstrate no matrix influence to the slope
and linearity of the calibration curve. Due to the low con-
tent of matrix compounds in EBC in contrast to other
matrix such as urine or plasma which could influence the
response of the analytes in question, no matrix effect was
observed as expected. EBC is mainly formed by water
vapour which contains non-volatile compounds in the
aerosol particles carried away during breathing. Pooled
EBC was used as representative matrix for individual
gained EBC.

Calibration curves with spiked EBC are congruent with
the curves performed in ammonium acetate buffer 10
mM. Thus, calibration curves were obtained by spiking
increased amounts of analytes in 2 mM ammoniumace-
tate and in pooled EBC. All calibration curves obtained in

the range from 10 to 500 pg/mL were linear (Figure 4 as
an example and see Table 3) and produced linear correla-
tion coefficients greater than 0.99.

Precision and accuracy
The intraday repeatability was addressed by analysing Q1
and Q2 ten times in a row and on six different days result-
ing in a relative standard deviation for all parameters in
the range from 2–6% for both levels of concentration. The
relative standard deviation of the between-day repeatabil-
ity for the Q1 and Q2 level ranged from 4–16% and from
6–12% respectively.

Accuracy was obtained from the ratio of the calculated
and the nominal amount spiked for both mentioned con-
centration levels measured ten times in a row. At the Q1
and Q2 level accuracies for all analytes except 15-deoxy-
∆12,14-PGJ2 ranged from 93–120% and from 88–133%
respectively. For the mentioned 15-desoxy-∆12,14-PGJ2
mean accuracy was about 150%, resulting in an overesti-
mation for the calculated concentration. This could be
due to the lack of an appropriate internal standard for the
mentioned substance in contrast to the other analytes
where the used internal standard seems to mirror the
behaviour of the assigned compounds. Another possible
reason could be a positive matrix effect for this analyte
where other matrix compound could enhance the ioniza-
tion at the source for the analyte in question. The data

a) Calibration curve of 13,14-dihydro-15-keto-PGD2 with PGE2-d4 as internal standard and b) without internal stand-ardFigure 4
a) Calibration curve of 13,14-dihydro-15-keto-PGD2 with 
PGE2-d4 as internal standard and b) without internal stand-
ard.

Standard chromatogram of the deuterated standards with the corresponded product ion scansFigure 3
Standard chromatogram of the deuterated standards with 
the corresponded product ion scans.
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showing the reliability of the method is presented on
Table 3.

Limit of detection and quantification
The limits of detection (LOD), defined as a signal to noise
ratio of three for the registered fragment ions, were esti-
mated to be about 5 pg/mL.

The limits of quantification (LOQ) defined as a signal to
noise ratio of six for the registered fragment ions, were
estimated to be about 10 pg/mL.

Stability of analytes
No decreases in the concentration of the compounds were
observed over a period of about 8 weeks stored at -80°C.

General considerations
In the literature, measurements of PGE2 and PGF2α are
increased in exhaled breath condensate from patients
with COPD.

Leukotrienes were detected in EBC samples from asth-
matic and healthy subjects by both, immunoassay and
GC/MS [3,7]. The median exhaled concentrations of
LTD4, LTE4 and LTB4 in asthmatic individuals (adults and
childrens) were increased compared with those of healthy
adults and children respectively [7].

Some studies were conducted to determine 8-isoprostane
in EBC of asthmatic patients [12], of children with asthma
exacerbations [11], subjects with COPD [12] and patients
with cystic fibrosis [13]. Carpagnano et al. [12] found an
increased mean concentration of 8-isoprostane in EBC
samples of COPD patients compared to healthy subjects.

All these studies deal with determinations of inflamma-
tory markers which serve as biological marker, differenti-
ating between increased concentration levels in patients
from lower endogenous concentration levels in EBC in
healthy subjects.

Most of the data found in the literature were determina-
tions made by ELISA or RIA, where antibodies cross reac-
tivity should be considered. There is limited knowledge
about the reliability of enzyme immunoassay kit to deter-
mine inflammatory marker in EBC. Il'Yasova et al [18]
report about a method comparison of the determination
of an isoprostane derivative in urine using GC/MS and
ELISA. With the ELISA a 30-fold overestimation in con-
trast to the GC/MS was obtained for this parameter in
urine.

It is not possible to determine simultaneously different
inflammatory markers in one run with ELISA technology,
whereas other advantages such as cost effectiveness and
high throughput analysis should be noted for ELISA. For
research purposes it could be important to monitor differ-
ent parameters simultaneous to can relate different mark-
ers or a class of substance to different diseases. However
due to the small sample volumes of EBC obtained, this
advantage of determine several substances in one run
should be emphasized.

In contrast to the GC/MS methods, LC/MS has the advan-
tage, that derivatization procedures and corresponding
sample pre-treatment for non volatile compounds is not
required, therefore avoiding more sources of errors. The
specificity of the MS detection ensures an unequivocal
determination of the analysed substances.

Table 3: Reliability data of the method for the determination of eicosanoids in exhaled breath condensate.

Analyte Intra-day precision Inter-day precision Accuracy Calibration (Y = ax+b)

Q1 Q2 Q1 Q2 relative recovery (%) a (x10e-3) b (x10e-3)
RSD(%) RSD(%) RSD(%) RSD(%) mean range

8-iso-PGF 2alfa 5 5 16 11 94 88–107 0,098 2,21
11-β-PGF 2alfa 4 2 10 8 102 97–108 0,084 0,358
PGF 2alfa 2 2 13 8 102 99–104 0,254 0,314
PGE 2 4 2 5 6 99 96–107 0,628 1,92
PGD 2 4 2 4 6 102 94–112 0,345 0,089
13,14-dihydro-15-keto-PGE 2 2 2 8 8 94 90–100 1,46 -0,245
13,14-dihydro-15-keto-PGD 2 2 3 9 8 104 99–110 1,04 4,88
LTE 4 6 4 10 7 115 96–133 0,238 1,3
Delta 12-PGJ 2 5 5 13 11 105 98–120 1,09 1,2
PGJ 2 5 6 4 8 110 102–119 0,213 1,17
LTB 4 5 5 9 11 110 97–117 0,19 1,4
15-desoxy-delta12,14-PGJ 2 5 5 16 12 159 135–179 0,739 5,46

Q1 and Q2 represents the low and the high concentration level respectively, with 50 pg/mL and 500 pg/mL each analyte.
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Conclusion
The mostly applied quantification method for the analy-
ses of eicosanoids in EBC was commercially available
enzyme linked immunoassays, which is very sensitive, but
lack in specificity and detection related to structural infor-
mation such as mass spectrometry.

Our developed method allows for a sensitive, specific and
reliable determination of leukotriens and prostaglandins
in EBC, thus avoiding sources of errors due to the applica-
tion of automated sample pre-treatment steps. With the
method presented here it is possible to detect prostaglan-
dins and leukotriens derivatives simultaneously up to a
LOQ of 10 pg/mL respectively and could be very useful for
the findings of new biomarkers of pulmonary diseases or
even to apply other methodologies for risk assessment
such as metabonomics. Application of such methods
could be help to the breakthrough of assessments of pul-
monary diseases using exhaled breath condensate as an
easy gained sample matrix for diagnostics.

In this context a critical review about the utility of EBC for
pulmonary investigators and clinicians is described by
Effros et al. [19].
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